Evaluation of nonculture methods for the detection of prosthetic hip biofilms


Published in:
Clinical Orthopaedics and Related Research

Queen's University Belfast - Research Portal:
Link to publication record in Queen's University Belfast Research Portal

General rights
Copyright for the publications made accessible via the Queen's University Belfast Research Portal is retained by the author(s) and / or other copyright owners and it is a condition of accessing these publications that users recognise and abide by the legal requirements associated with these rights.

Take down policy
The Research Portal is Queen's institutional repository that provides access to Queen's research output. Every effort has been made to ensure that content in the Research Portal does not infringe any person's rights, or applicable UK laws. If you discover content in the Research Portal that you believe breaches copyright or violates any law, please contact openaccess@qub.ac.uk.

Open Access
This research has been made openly available by Queen's academics and its Open Research team. We would love to hear how access to this research benefits you. – Share your feedback with us: http://go.qub.ac.uk/oa-feedback

Download date: 15. Sep. 2023
Evaluation of Nonculture Methods for the Detection of Prosthetic Hip Biofilms

Andrew McDowell, PhD; and Sheila Patrick, PhD

Authors of previous studies have found that culture-based detection of prosthetic hip infections can be improved by adherence to strict anaerobic protocols and mild ultrasonication of retrieved prostheses to remove bacteria growing as an adherent biofilm. Furthermore, direct analyses of sonicate samples by immunofluorescence microscopy (with genus-specific and species-specific monoclonal antibodies or polyclonal antisera) produces significantly greater and more rapid detection rates for infection compared with culture alone. Despite its diagnostic value within a research setting, the practical advantages and limitations of immunofluorescence microscopy for a busy diagnostic laboratory needs consideration. In addition, the method must be evaluated against other nonculture-based techniques that may prove more appropriate. In this review, we describe how immunofluorescence microscopy presents an attractive and reliable method for routine detection of prosthetic hip biofilms compared, primarily, to polymerase chain reaction, although other nonculture methods of diagnosis based on fluorescent in situ hybridization and serologic analysis are considered. We describe how the immunofluorescence microscopy technique is robust, relatively simple and, in contrast to broad-range 16S recombinant-deoxyribonucleic-acid–based polymerase chain reaction, does not require a separate clean-room facility or strict adherence to aseptic techniques. More importantly we highlight how dislodged biofilm, which appears as large aggregates of bacteria, easily can be identified from skin contaminants that occur as single cells or small aggregates of only a few cells.

Total hip replacement surgery is a medical success story and has improved the quality of life considerably for countless people. The majority of patients who receive a prosthetic hip implant have dramatic and immediate relief of pain and regain satisfactory hip function and quality of life. However, a proportion of patients do develop various complications that require further surgery and replacement of the prosthesis (revision arthroplasty). The morbidity and trauma associated with revision arthroplasty is considerable, and in the United Kingdom, incurs large costs to the National Health Service. Although aseptic biomechanical loosening is thought to be the most common underlying cause for prosthetic hip replacement, revision arthroplasties caused by prosthetic hip–associated infections also constitute a substantial burden to the healthcare system and are a disastrous complication for the surgeon. Unfortunately, the rate of infection-related failure for second implants is thought to be even higher than that seen with primary revision surgery. This may be a consequence of the longer operating times involved or unrecognized infection at the time of the revision surgery, which leads to implantation of the second prosthesis without debridement and antimicrobial intervention. In contrast, the incorrect suspicion that a prosthetic hip implant may be infected at the time of revision surgery not only increases the anxiety and stress to the patient, but also results in additional surgery, a prolonged hospital stay, and extra expense. As a consequence, early and accurate diagnosis of prosthetic hip infections would serve to improve the treatment and management of patients considerably.

Although different methods have been used to detect the presence of prosthetic hip infections, no standardized protocol or set of diagnostic guidelines has been universally adopted. Most patients routinely are assessed for the presence of infection before revision surgery using a polyphasic approach that includes clinical history and examination of the patient, measurement of leukocyte count, erythrocyte sedimentation rate and C-reactive protein levels, radiographic and radionuclide imaging, and culture analysis of synovial fluid aspirated from the hip joint (aspiration arthrography). Postoperatively, detection of infection normally is investigated by routine culture analysis of the explanted prosthesis and periprosthetic tissue samples. Authors of histopathology studies also have provided evidence that the presence of inflammatory cells...
in periprosthetic tissue biopsies is a valuable marker for the presence of infection. Indeed, researchers who have participated in the Oxford Skeletal Infection Research and Intervention Service (OSIRIS) in the United Kingdom have recommended that patients having revision surgery routinely are evaluated for infection by histologic screening.\(^3,26\) Although the combined use of all these methods usually is sufficient to detect the presence of acute infection that may occur soon after surgery, their diagnostic sensitivity for the detection of chronic low-grade infection may be problematic.

Against this background, we now review nonculture-based methods for the routine detection and identification of prosthetic hip infections. We initially describe how strict anaerobic processing of retrieved prostheses followed by the detection of dislodged prosthetic hip–associated biofilms can improve the diagnosis of prosthetic hip infections. We then highlight the value of nonculture-based methods for the detection of such infections and compare polymerase chain reaction (PCR)-based methods and fluorescent in situ hybridization (FISH) and serologic analysis with immunofluorescence microscopy (IFM). We conclude that IFM currently provides the best diagnostic platform for the detection of prosthetic hip infections and describe how the technique allows dislodged biofilm, which appears as large aggregates of bacteria, to be differentiated from skin contaminants that occur as single cells or small aggregates of only a few cells.

**Detection of Prosthetic Hip Joint Biofilms**

Authors of previous studies have provided evidence that the incidence of prosthetic hip joint infection is grossly underestimated by various diagnostic methods routinely practiced in clinical laboratories.\(^37,38\) In these studies, infection was identified as a major cause of prosthetic joint failure in 26 of 120 (22%) retrieved prostheses examined.\(^37,38\) Organisms cultured from the prostheses primarily were coagulase-negative staphylococci, mainly *Staphylococcus epidermidis* and *Propionibacterium acnes*, which are associated with chronic low-grade infections. When the patient’s notes from 18 of these 26 individuals were scrutinized, it was apparent that infection only had been suspected in six cases (33%). Furthermore, in only two cases were bacteria cultured by the routine diagnostic laboratory from preoperative aspirates or periprosthetic tissue removed at the time of surgery. This considerably increased culture-based detection of infection was achieved by immediate placement of the retrieved hip prosthesis in an anaerobic atmosphere, mild ultrasoundication (5 min, 50 kHz) of the prosthesis in prereduced quarter-strength Ringer’s solution, containing cysteine, to dislodge bacteria growing on the surface as an adherent biofilm, and strict anaerobic processing of the resulting sonicate samples. In addition, direct sampling of sonicate samples by IFM, with a monoclonal antibody (MAB) specific for *P. acnes* and a polyclonal antiserum specific for *Staphylococcus* spp., revealed the presence of bacteria in 63% of revised prostheses, providing evidence that culture-based analyses alone may not be the most sensitive diagnostic technique. Molecular detection of infection by broad range 16S recombinant deoxyribonucleic acid (rDNA)-based PCR, using universal primers, seemed to confirm this view because positive PCR results were obtained for 72% of the revised prosthetic hip samples. Although neutrophilic infiltration in periprosthetic tissues has been recommended as a useful nonculture method for the detection of prosthetic hip joint infections, eight of the culture-positive cases (30%) identified in these studies were found to be negative for the presence of neutrophils in prosthetic–hip-associated tissue samples (where available).\(^37,38\)

In contrast, lymphocytes and/or macrophages were present, which could be explained, in theory, by the slow release of bacterial components from the prosthetic–hip-associated biofilm. Histopathologic examination of tissue taken from culture-negative patients revealed the presence of high-level neutrophilic infiltration (10 or more neutrophils per high-power field) in eight samples. A further 36 samples with low levels of neutrophils or none at all had high numbers of lymphocytes or macrophages (10 or more lymphocytes or macrophages per high-power field). For a number of these samples, although the tissue pathology score was high, bacteria were present in small numbers by IFM. It therefore remains to be established whether the observed inflammatory response in such samples was driven by wear debris from the prosthesis,\(^34\) bacterial components, or indeed a combination of both. On the basis of these data it has been recommended that current methods routinely used for the detection of prosthetic hip infections be reassessed.\(^37,38\)

**Importance of Nonculture Methods for Detection of Prosthetic Hip Joint Biofilms**

Because of shorter processing times, nonculture-based methods, such as broad-range 16S rDNA-based PCR and IFM, provide the opportunity for earlier postsurgical detection and identification of prosthetic hip biofilms compared with conventional culture-based approaches, especially those involving anaerobic growth (Fig 1). More importantly, such techniques can facilitate the detection of viable but nonculturable infections in prosthetic hip joints and periprosthetic tissue and bone samples. This may occur because of low numbers of organisms, the use of prophylactic antibiotic therapy, or the fact that bacteria growing within a biofilm community can enter a state of dormancy or quiescence caused by inappropriate growth conditions, which contributes to their increased resistance
to antimicrobials. Also, it cannot be discounted that organisms growing as a biofilm may become so highly adapted to their environment that the fastidious growth requirements necessary for their cultivation are not provided within the laboratory setting. Clearly, the contribution that nonculture-based methods make to the detection of prosthetic hip joint infections should not be under-valued. Their capacity to provide faster post-surgical detection of infection, as well as the identification of patients with prosthetic hip infections that traditional approaches may have missed, will facilitate earlier and more aggressive antimicrobial intervention and therefore will reduce the possibility that a new infection will be established. This will substantially contribute to the universal goal of improving and refining patient treatment and care.

\begin{table}
\centering
\begin{tabular}{|c|c|c|}
\hline
Conventional culture & PCR analysis & IFM analysis \\
\hline
Sonicate & Sonicate & Sonicate \\
\hline
BA & ABA culture & DNA extraction (1 hour) & IFM (2.5 hours) \\
(24–72 hours) & & & \\
\hline
Biochemical gallery (24-48 hours) & PCR (2.5 hours) & Fluorescence microscopy (20 minutes) \\
\hline
Agarose electrophoresis (1.5 hours) & & \\
\hline
DNA sequencing to identify pathogen if using broad-range 16S rDNA-based PCR (8 hours) & & \\
\hline
\end{tabular}
\end{table}

\textsuperscript{1}Relates to duplicate analysis of one sonicate sample for Staphylococcus spp. and P. acnes.

Fig 1. A comparison of conventional culture, PCR, and IFM processing times for the detection and identification of prosthetic hip infections in the routine diagnostic laboratory is shown. Sonicate samples are prepared by mild ultrasonication (5 min, 50 kHz) of the retrieved prosthesis in prereduced \(1/4\) strength Ringer’s solution containing cysteine.

is even more obvious when one considers that universal or broad-range 16S rDNA-based PCR, using highly conserved oligonucleotide primers, provides an ideal molecular platform for the detection of almost all types of bacterial infection with normally high sensitivity. However, despite the initial attractiveness that PCR may offer for the detection of prosthetic hip joint infections, a number of potential caveats associated with the use of the technique, especially within a routine laboratory, do exist. Most notably, the exquisite sensitivity that is often associated with PCR detection methods can be a considerable burden practically and economically for the diagnostic laboratory, which must ensure that the positive result obtained for a patient’s sample is not caused by coamplification of contaminating DNA. Indeed, based only on this, many of laboratories have decided not to adopt broad-range 16S rDNA-based PCR as part of their diagnostic service. Potential DNA contamination can arise from a variety of different sources, including nonsterile sites surrounding the clinical specimen, the specimen vial, surgical or laboratory personnel, aerosols and reagents used for the extraction of DNA and PCR setup, and even unrelated PCR activities in adjacent laboratories. Elimination of potential contaminants from PCR reagents and equipment can also be achieved by enzymatic and chemical treatments. Furthermore, when carrying out experiments it is imperative that appropriate positive and negative controls (for DNA extraction and PCR setup) are included in each diagnostic run. The use of internal amplification controls also will serve to highlight any false-negative results that may arise from PCR inhibitors within the clinical sample. Although the use of control samples provides some reassurance that contamination of clinical samples has not occurred, it does not completely eliminate such a possibility. For example, we recently identified the presence of artifactual DNA from a \(\beta\)-proteobacterium in batches of sterile irrigation fluid routinely used during

\textbf{Comparison of Nonculture-Based Methods for the Detection of Prosthesis Hip Joint Biofilms}

\textbf{Polymerase-Chain-Reaction-Based Protocols}

Although nonculture-based methods may prove to be valuable for the detection of prosthetic hip joint biofilms within a research setting, the practical advantages and limitations of such approaches for routine detection of such infections within the context of a busy clinical microbiology laboratory must be considered. Because most modern diagnostic laboratories now have access to thermal cyclers it is only natural that nonculture detection methods based on PCR technology are adopted. Such an approach
prosthetic hip surgery. Retrospective sequencing studies now also have identified the presence of this DNA in a number of sonicate samples analyzed in our earlier study.\(^3\)\(^7\) As a consequence, the 72% detection rate previously reported for the presence of bacteria in failed prosthetic hip implants by broad-range 16S rDNA-based PCR was an overestimate. The detection of a number of false-positive samples, even when all controls gave expected results, strikingly highlights the potential complications that can arise when using a broad-range 16S rDNA-based PCR approach.

Researchers who conducted previous studies in our laboratory showed that PCR can be used reliably to detect Staphylococcus organisms to concentrations of \(10^4\) cfu/mL, whereas detection limits for P. acnes reliably do not go below \(10^5\) cfu/mL.\(^3\)\(^7\) To date, results of ongoing studies with various DNA extraction protocols and broad-range 16S rDNA primer sets have not improved on these detection limits (data not published). Detection limits for the PCR-based diagnosis of gram-positive bacteria can be problematic because of the robust nature of the cell envelope, which is composed of a 3-dimensional matrix of polymers, primarily peptidoglycan and techoic and/or lipoteichoic acids. In addition, P. acnes is a member of the actinomycetales, which are known to have additional cell envelope polymers, making them even more robust than other Gram-positive bacteria. This may therefore explain, at least in part, why it is especially difficult to optimally extract P. acnes genomic DNA. Although this relatively poor detection limit may negate the possibility that low levels of P. acnes contamination from nonsterile sites or surgical or laboratory personnel would be detected, it also does raise the possibility that smaller numbers of the organism that may be present in a chronic infection would be missed. Although the use of a nested or semi-nested PCR method undoubtedly would improve the detection of P. acnes, we are uncomfortable with such an approach for diagnosis because of the greater risk of cross-contamination (from first-round amplification) during routine processing.

Despite the fact that broad-range 16S rDNA-based PCR offers the potential to detect all types of bacterial organisms it does not directly identify the specific nature of the infection without further laboratory investigations. This usually is achieved by DNA sequence analysis of the 16S rDNA amplicon followed by comparison of the sequence to those previously deposited in global sequence databases, such as GenBank at the National Center for Biotechnology Information, and the Ribosomal Database Project.\(^6\)\(^7\) However, in addition to increasing the laboratory processing time (Fig 1), this approach will not work when a polymicrobial hip infection is present. In such circumstances, PCR amplicons for each species present in the sample may be generated leading to nonsensical DNA sequences that cannot be interpreted. To overcome this problem, amplicons would have to be separated, either by cloning or some form of polyacrylamide gel electrophoresis, which would delay identification and further increase processing times.\(^5\)\(^1\)\(^2\)\(^4\)

Alternate PCR approaches are available to the molecular microbiologist to circumvent the problems associated with the broad-range 16S rDNA-based approach for detection of prosthetic hip biofilm. These include the use of genus or species-specific primers, which serve to reduce, although not eliminate, the potential problems that could arise from contamination. The use of species-specific primers would also negate the necessity for subsequent DNA sequence analysis as the organism could be directly identified from the positive PCR result. Such specific primer sets still can be based on the 16S rDNA locus, although other nonribosomal targets frequently are used with great success.\(^1\)\(^2\)\(^8\) These alternate targets are often less well conserved than 16S rDNA sequences affording more opportunity to design specific primers that will differentiate closely related organisms. For example, we recently found that P. acnes serotypes I and II were almost indistinguishable based on 16S rDNA sequences.\(^2\)\(^0\) However, analysis based on the recA housekeeping gene revealed considerably greater serotype-specific polymorphisms that will facilitate the generation of diagnostic primers specific for each type.\(^2\)\(^0\) Another example is the glyceradehyde-3-phosphate dehydrogenase gene, which is a useful tool for the differentiation of most Staphylococcus spp.\(^4\)\(^5\) One obvious disadvantage with the use of genus-specific or species-specific primers would be the possibility that certain pathogens may not be detected from an infected hip prosthesis. To reduce this possibility, multiple primer sets specific for the organisms most likely to be detected would have to be used. Realistically, this would include primers for various Staphylococcus spp., primarily S. aureus and S. epidermidis, and primers for P. acnes. The use of genus-specific primers for Staphylococcus spp. also may be useful and would highlight the presence of other species in addition to S. aureus and S. epidermidis. These individual PCR tests could be combined into a multiplex assay to save time during setup and also reduce the number of samples to process.\(^1\)\(^2\)\(^9\) However, optimization of such assays can prove problematic depending on the number of primer sets to be used and their compatibility with respect to annealing temperatures. Also, each primer set must generate different product sizes that are easily distinguished on an agarose gel.

**Fluorescent In Situ Hybridization**

In addition to PCR, the discriminatory potential of 16S rRNA sequences also could be used for the detection of...
prosthetic-hip–associated bacteria by FISH. In this technique, a single oligonucleotide probe (15–30 nucleotides) that has been linked covalently to a fluorescent dye at the 5’ end is hybridized to ribosomes present within the bacterial cell.1,23,30,40 After stringent washing, the stained cells are detected by fluorescence microscopy or flow cytometry. Fluorescent in situ hybridization not only provides the opportunity to observe and identify microbial cells within clinical samples, but, in combination with confocal laser scanning microscopy, it can be used to reconstruct the spatial arrangement of infecting organisms within their habitat.40 As with broad-range 16S rDNA-based PCR, universal probes that will react with all bacteria can be used or, alternatively, more specific probes can be designed that discriminate between different bacterial species.30 The method has been used to study complex microbial communities in the oral cavity, the gastrointestinal tract, and infections of the respiratory tract and pathogenic organisms in blood culture bottles.25 Although this technique is appealing for the detection of prosthetic hip biofilms because of its potential for direct observation of bacteria, and the relative low cost and ease with which different oligonucleotide probes can be produced, there are a number of practical problems that remain to be overcome. In particular, autofluorescence of the organisms themselves, or material surrounding the bacteria, can decrease the signal-to-noise ratio and hinder detection of specific fluorescent signals.23 Also, the complex nature of the cell envelope in gram-positive bacteria, especially those exhibiting long or medium chain mycolic acids, and the large extracellular polysaccharide capsules present on some gram-negative organisms, can create problems relating to insufficient penetration of the oligonucleotide probe into the bacterial cell.23,30,40 The recent introduction of peptide nucleic acid probes, which have an uncharged polyamide backbone, may help to reduce this problem because they have the capacity to diffuse through hydrophobic cell walls.25,28 However, the expensive nature of such probes and problems associated with their specificity currently are hindering their widespread application. Problems also can arise because of the accessibility of the oligonucleotide probe to target sites on the 16S rRNA molecule. This occurs because of loop and hairpin formations in the higher-order structure of the ribosome and protein-rRNA interactions. The use of unlabelled helper probes, which bind adjacent to the probe target site and are thought to open up higher order structures that hinder binding, can enhance detection.9 Other issues that can arise when using FISH include the relationship between ribosome number and fluorescent signal. The content of rRNA can vary considerably between cells of a given strain because of their physiologic state, which is dependent on their phase of growth.30 This particularly is pertinent to slow-growing or dormant biofilm bacteria in which ribosome numbers likely are to be low. As a consequence, low-signal intensity or a false-negative result may occur. Attempts to address this issue have focused on increasing cellular ribosome content by incubating samples with a cocktail of substrate and antibiotics that cause cell activation and rRNA synthesis without cell division.16 Although this can lead to an increase in signal intensity, the caveat with such an approach is the selectivity of the substrates and antibiotics. Consequently, although FISH remains an extremely useful research tool, its application to routine diagnosis in the short term may be troublesome.

Serologic-Based Analysis
Nonculture-based serological detection of gram-positive infections on prosthetic hip implants by enzyme-linked immunosorbent assay (ELISA) also has been described.29 This method measures the serum immunoglobulin G response to a short-chain length form of lipoteichoic acid that is present in the cell membrane and extracellular material of Staphylococcus spp. The technique also has been applied to the detection of gram-positive infections associated with intravenous catheters and sciatica.8,33 The sensitivity (93.3%) and specificity (96.9%) of the ELISA has provided evidence that it could be useful in the detection of occult prosthetic hip infections. Furthermore, because the method is quick and relatively inexpensive, it may be easily adapted into the diagnostic laboratory. However, authors of the original ELISA study only examined 15 patients with proven prosthetic hip infections; therefore evaluation of this technique with a much greater number of patients would be required to fully assess its diagnostic value.29 Furthermore, as the technique is not specific for prosthetic hip infections; patients with other bacterial infections at the time of analysis or those with a recent history of infection may not be suitable for testing. A further problem with this method is the presence of antibodies to the staphylococcal antigen within the normal population. As a consequence, basal IgG titer levels need to be evaluated for the population being studied. The determination of a suitable titer cut-off point is somewhat subjective, and the possibility also remains that titers may overlap between the patient and control groups.

Immunofluorescence Microscopy
An alternative nonculture detection method for prosthetic hip biofilms based on IFM is being developed (Fig 2).37 In this approach, adherent biofilms dislodged from the prosthesis by mild ultrasonication are concentrated and directly fixed to the wells of a glass slide before incubation with a MAb or polyclonal antisera specific for the organism(s)
under investigation. After incubation with a secondary antibody conjugated to a fluorogenic dye, such as fluorescein isothiocyanate (FITC) or tetramethylrhodamine isothiocyanate (TRITC), bacteria present in the samples can be detected by fluorescence microscopy (indirect labeling). With specific regard to the detection of prosthetic hip biofilms, we think this approach has a number of key advantages over a PCR-based method and, consequently, may be more suitable for routine diagnostic laboratories. In particular, the current IFM method has a considerably shorter processing time compared with PCR, which means the clinician can be informed of any underlying infection within an earlier timeframe (Fig 1).37 Also, the IFM-based method provides the opportunity to distinguish bacterial contamination from a real infection, which is one of the critical advantages of the technique. In conventional PCR, the basis of a positive result is the detection of a band of the correct size on an agarose gel. However, even when all positive and negative control samples are correct, there still remains the possibility that the clinical specimen itself could have been contaminated, which observation of a DNA band will not highlight. In contrast, with IFM the bacterial cells can be seen directly (with coryneform or cocci morphology), which facilitates identification of contaminating organisms from those that have been growing as an adherent biofilm on the prosthesis. On the basis of control experiments conducted in our laboratory, as well as our experience processing large numbers of retrieved hip prostheses, organisms that we normally would classify as contaminants are observed infrequently within the well of the slide and occur either as single cells or a small aggregates composed of only a few cells.37 In contrast, dislodged biofilm can be easily identified as large aggregates of bacterial cells consisting of several layers (Fig 3). These bacterial aggregates, which vary in depth from 3.5 to 4.0 μm, are only ever seen after sonication, but never after a simple diluent wash of the prosthesis.37 Because of the differences in bacterial morphology for coryneform and cocci species, the combined use of antibodies specific for P. acnes and Staphylococcus spp. also enables any dislodged biofilm containing both types of organisms to be observed (Fig 4). Although the use of specific MAbs or polyclonal antisera enables the nature of the infecting organism(s) to be directly identified, it does create the possibility that other organisms unreactive with the antibodies would not be identified. Although this is a potential limitation of the technique, the introduction of additional MAbs or antisera raised to other putative pathogens would improve this situation. To illustrate this point, we have improved our detection of prosthetic hip infections by generating MAbs specific for the two serotypes of P. acnes (Types I and II).20

We have found IFM-based detection of prosthetic hip biofilms to be a very robust technique that does not require much expertise or training to do. Apart from the initial cost of a fluorescence microscope, the method is relatively inexpensive and does not require the scrupulous adherence to aseptic technique that is required to eliminate DNA contamination when using broad-range 16S rDNA-based PCR. Indeed, the technique can be conducted comfortably on the laboratory bench once the sonicate sample has been prepared and fixed to the microscope slide. Furthermore, our IFM method does not suffer from the various problems that can arise when using a FISH-based approach, such as insufficient penetration of the oligonucleotide probe into the bacterial cell or accessibility of the oligonucleotide probe to target sites on the 16S rRNA molecule. As a
consequence, the method represents an attractive nonculture-based method that could be implemented, at least in the short term, for the detection of prosthetic-hip–associated infections. The IFM technique also could be applied to other medical devices used in orthopedics, such as intramedullary nails and devices used in other areas of medicine, such as prosthetic heart valves.

**DISCUSSION**

Although IFM seems to be the most appropriate nonculture method currently available for the reliable detection of prosthetic hip biofilms, it is important to recognize that continuing technological advances likely are to develop improved or alternate nonculture approaches to those used currently. In particular, real-time PCR offers a notable improvement on conventional PCR methods because of its capacity for greatly reduced assay times and postamplification analysis. This particularly could be advantageous for the detection of prosthetic hip infections. The method also offers increased specificity and sensitivity, as well as the capacity to identify background amplification products based on quantification and melting curve analysis. Currently, the main limitation with this approach is the relatively expensive nature of the technology, which prevents it from being a routine feature for many diagnostic laboratories. Other developments in the molecular field that are likely to directly impact the detection of prosthetic hip
infections include the use of DNA microarray or DNA chip technology. For example, the use of diagnostic microarrays containing species-specific 16S rDNA oligonucleotide sequences (20–25 nucleotides) from a wide range of pathogens would allow the simultaneous detection and identification of organisms in one experiment. This greatly would reduce the time taken for diagnosis compared to conventional culture-based methods. Currently, the use of DNA-microarray technology is not financially viable for most diagnostic laboratories. Furthermore, for an ‘average’ laboratory, setting up an ‘in-house’ microarray does require a great level of expertise ranging from the construction of an arraying robot to the design of multiple species-specific 16S rDNA oligonucleotides and computer-based analysis and interpretation of the output data. Despite these current economic and practical limitations, microarrays likely are to become routine diagnostic tools within every laboratory in the future as methodologies improve and equipment costs decrease.

In the more immediate future, now that we have established and validated the IFM-based approach for the detection of prosthetic hip biofilms, we hope to streamline the technique so that the time from receipt of the retrieved prosthesis to identification of infection can be considerably reduced. Currently, we are optimizing our washing procedures for the glass slides and eliminating the secondary antibody incubation step by directly labeling our MAb and polyclonal antisera with FITC and TRITC, respectively. This will reduce our current processing time for the procedure (Fig 1), and also further simplify the technique. Ultimately, the goal is to develop a rapid IFM-based method to enable detection of infection before the end of surgery, guiding the clinician on the most appropriate course of treatment such as a delayed two-stage revision procedure.

References