Deep-Learning–Based Pre-Diagnosis Assessment Module for Retinal Photographs: A Multicenter Study


Published in:
Translational Vision Science & Technology

Document Version:
Publisher's PDF, also known as Version of record

Queen's University Belfast - Research Portal:
Link to publication record in Queen's University Belfast Research Portal

Publisher rights
Copyright 2021 the authors.
This is an open access article published under a Creative Commons Attribution-NonCommercial-NoDerivs License (https://creativecommons.org/licenses/by-nc-nd/4.0/), which permits distribution and reproduction for non-commercial purposes, provided the author and source are cited.

General rights
Copyright for the publications made accessible via the Queen's University Belfast Research Portal is retained by the author(s) and / or other copyright owners and it is a condition of accessing these publications that users recognise and abide by the legal requirements associated with these rights.

Take down policy
The Research Portal is Queen's institutional repository that provides access to Queen's research output. Every effort has been made to ensure that content in the Research Portal does not infringe any person's rights, or applicable UK laws. If you discover content in the Research Portal that you believe breaches copyright or violates any law, please contact openaccess@qub.ac.uk.
Deep-Learning–Based Pre-Diagnosis Assessment Module for Retinal Photographs: A Multicenter Study

Vincent Yuen¹,⁎, Anran Ran¹,⁎, Jian Shi¹, Kaiser Sham¹, Dawei Yang¹, Victor T. T. Chan¹, Raymond Chan¹, Jason C. Yam¹,², Clement C. Tham¹,², Gareth J. McKay³, Michael A. Williams⁴, Leopold Schmetterer⁵–¹¹, Ching-Yu Cheng⁵,⁶, Vincent Mok¹², Christopher L. Chen¹³, Tien Y. Wong⁵,⁶, and Carol Y. Cheung¹

¹ Department of Ophthalmology and Visual Sciences, The Chinese University of Hong Kong, Hong Kong
² Hong Kong Eye Hospital, Hong Kong
³ Center for Public Health, Royal Victoria Hospital, Queen's University Belfast, Belfast, UK
⁴ Center for Medical Education, Royal Victoria Hospital, Queen's University Belfast, Belfast, UK
⁵ Singapore Eye Research Institute, Singapore National Eye Center, Singapore
⁶ Ophthalmology and Visual Sciences Academic Clinical Programme, Duke-NUS Medical School, Singapore
⁷ SERI-NTU Advanced Ocular Engineering (STANCe) Program, Nanyang Technological University, Singapore
⁸ School of Chemical and Biomedical Engineering, Nanyang Technological University, Singapore
⁹ Department of Clinical Pharmacology, Medical University of Vienna, Vienna, Austria
¹⁰ Center for Molecular and Clinical Ophthalmology, Basel, Switzerland
¹¹ Institute of Molecular and Clinical Ophthalmology, Basel, Switzerland
¹² Gerald Choa Neuroscience Center, Therese Pei Fong Chow Research Center for Prevention of Dementia, Lui Che Woo Institute of Innovative Medicine, Department of Medicine and Therapeutics, The Chinese University of Hong Kong, Hong Kong
¹³ Memory, Aging and Cognition Center, Department of Pharmacology, Yong Loo Lin School of Medicine, National University of Singapore, Singapore

Correspondence: Carol Y. Cheung,
Department of Ophthalmology and Visual Sciences, The Chinese University of Hong Kong, 4/F Hong Kong Eye Hospital, 147K Argyle Street, Kowloon, Hong Kong. e-mail: carolcheung@cuhk.edu.hk

Received: March 25, 2021
Accepted: August 12, 2021
Published: September 15, 2021

Keywords: artificial intelligence; deep learning; retinal photographs; image assessment; screening


Purpose: Artificial intelligence (AI) deep learning (DL) has been shown to have significant potential for eye disease detection and screening on retinal photographs in different clinical settings, particular in primary care. However, an automated pre-diagnosis image assessment is essential to streamline the application of the developed AI-DL algorithms. In this study, we developed and validated a DL-based pre-diagnosis assessment module for retinal photographs, targeting image quality (gradable vs. ungradable), field of view (macula-centered vs. optic-disc-centered), and laterality of the eye (right vs. left).

Methods: A total of 21,348 retinal photographs from 1914 subjects from various clinical settings in Hong Kong, Singapore, and the United Kingdom were used for training, internal validation, and external testing for the DL module, developed by two DL-based algorithms (EfficientNet-B0 and MobileNet-V2).

Results: For image-quality assessment, the pre-diagnosis module achieved area under the receiver operating characteristic curve (AUROC) values of 0.975, 0.999, and 0.987 in the internal validation dataset and the two external testing datasets, respectively. For field-of-view assessment, the module had an AUROC value of 1.000 in all of the datasets. For laterality-of-the-eye assessment, the module had AUROC values of 1.000, 0.999, and 0.985 in the internal validation dataset and the two external testing datasets, respectively.

Conclusions: Our study showed that this three-in-one DL module for assessing image quality, field of view, and laterality of the eye of retinal photographs achieved excellent performance and generalizability across different centers and ethnicities.

Translational Relevance: The proposed DL-based pre-diagnosis module realized accurate and automated assessments of image quality, field of view, and laterality of...
the eye of retinal photographs, which could be further integrated into AI-based models to improve operational flow for enhancing disease screening and diagnosis.

Introduction

Artificial intelligence (AI) deep learning (DL) algorithms developed for retinal photographs have shown highly accurate detection and diagnosis of major eye diseases (e.g., diabetic retinopathy, age-related macular degeneration, glaucoma), measurement of retinal vessel caliber, retinal vessel segmentation, and even estimation of cardiovascular risk factors. As such, integrating DL algorithms into real-time clinical workflow is a priority to realize the significant potential of AI for clinical diagnosis and disease risk stratification. However, although individual DL algorithms have shown promising results in laboratory and research settings, the performance of many of these DL algorithms in real-world clinical settings requires further evaluation. A major challenge is that retinal photographs captured from real-world clinical settings may have lower quality than the retinal photographs carefully curated and used specifically in the developments of DL algorithms. Thus, the performance of such DL algorithms is less reliable when applied clinically. For example, Abràmoff et al. reported that, although their DL algorithm achieved sensitivity of 97% in a retrospective dataset under a laboratory setting, the performance dropped to 87.2% in a prospective study conducted in a primary-care setting. In another prospective study conducted by Beede et al., about 21% of retinal photographs were unsuitable for DL-based diabetic retinopathy screening because of low image quality. These were likely due to the exclusion of low-quality retinal photographs when training DL algorithms for eye disease diagnosis. As such, application of these algorithms in real-world clinical settings would require the exclusion of retinal photographs of low image quality to prevent deterioration of diagnostic performance.

In addition to image-quality assessment, DL can further provide other useful information such as field of view and laterality of the eye before disease diagnosis by subsequent DL processing algorithms. For example, DL algorithms developed for optic disc diseases (e.g., papilledema, glaucoma) should focus on optic-disc-centered retinal photographs, as the algorithm may work less well for macula-centered retinal photographs. Indeed, previous studies have developed algorithms for pre-diagnosis assessments with satisfactory results, but these were largely trained and tested on datasets from a single study population, whereas others developed from multiple cohorts have not undergone external testing by independent datasets.

To address these gaps, we developed a three-in-one, DL-based pre-diagnosis module for retinal photographs to assess three tasks (i.e., image quality, field of view, and laterality of the eye) simultaneously. We further tested the module in two external unseen datasets to evaluate the generalizability. This module offers a useful prior application for a range of AI-DL algorithms for eye disease detection and other related tasks.

Materials and Methods

This study adhered to the tenets of the Declaration of Helsinki, and the protocols were approved by the institutional review board of the Chinese University of Hong Kong (CUHK), Hong Kong; the Hospital Authority Kowloon Central Cluster and New Territories East Cluster, Hong Kong; the National Healthcare Group Domain-Specific Review Board, Singapore; and Queen’s University Belfast, United Kingdom. Informed consent was waived based on the retrospective design of the study, anonymized dataset of retinal photographs, minimal risk, and confidentiality protections.

Data Collection

A total of 21,348 retinal photographs from 1914 patients, composed of primary and external datasets, were used in this study. Table 1 summarizes the number of retinal photographs, number of eyes, number of subjects, image format, image size, and retinal camera used, as well as age, gender, ethnicity, and pharmacological pupil dilation of the subjects. For training and internal validation (primary dataset), we collected and used retrospective datasets from the Study of Novel Retinal Imaging Biomarkers for Cognitive Decline and the CUHK healthy volunteer cohort recruited from the CUHK Eye Center, Hong Kong (Internal-1), as well as a cohort study recruited from the memory clinic at the National University Hospital, Singapore (Internal-2). For external testing, we used unseen datasets...
### Table 1. Summary of Internal and External Datasets

<table>
<thead>
<tr>
<th>Dataset</th>
<th>Retinal Photographs, n</th>
<th>Eyes, n</th>
<th>Subjects, n</th>
<th>Image Format</th>
<th>Image Size (pixels)</th>
<th>Retinal Camera</th>
<th>Age (yr), Mean (SD)</th>
<th>Gender, Female, n (%)</th>
<th>Ethnicity, n (%)</th>
<th>Pharmacologic Pupil Dilation?</th>
</tr>
</thead>
<tbody>
<tr>
<td>Internal-1</td>
<td>1205</td>
<td>340</td>
<td>173</td>
<td>.tif</td>
<td>3696 × 2448</td>
<td>Topcon TRC-50DX Mydriatic, 50°</td>
<td>69.3 (8.7)</td>
<td>109 (63.0)</td>
<td>Chinese, 173 (100)</td>
<td>Yes</td>
</tr>
<tr>
<td>Internal-2</td>
<td>13,217</td>
<td>1299</td>
<td>693</td>
<td>.jpg</td>
<td>2160 × 1440, 2848 × 2848, 3504 × 2336, 3888 × 2592</td>
<td>Canon CR-1 with EOS 40D, Non-Mydriatic, 45°</td>
<td>74.8 (7.8)</td>
<td>404 (58.3)</td>
<td>Chinese, 564 (81.4); Malay, 69 (9.96); Indian, 46 (6.64); other, 14 (2.02)</td>
<td>Yes</td>
</tr>
<tr>
<td>External-1</td>
<td>2385</td>
<td>1021</td>
<td>514</td>
<td>.jpg,.tif</td>
<td>1956 × 1934</td>
<td>Topcon TRC-NW400 Non-Mydriatic, 45°</td>
<td>40.2 (6.2)</td>
<td>336 (65.4)</td>
<td>Chinese, 509 (99.0); other, 5 (0.973)</td>
<td>No</td>
</tr>
<tr>
<td>External-2</td>
<td>4541</td>
<td>1036</td>
<td>534</td>
<td>.jpg</td>
<td>1728 × 1152, 2544 × 1696, 3504 × 2336</td>
<td>Canon CR-DGi Non-Mydriatic, 45°</td>
<td>78.0 (7.4)</td>
<td>326 (61.0)</td>
<td>United Kingdom, 534 (100)</td>
<td>Yes</td>
</tr>
<tr>
<td>Total</td>
<td>21,348</td>
<td>3696</td>
<td>1914</td>
<td>—</td>
<td>—</td>
<td>—</td>
<td>—</td>
<td>—</td>
<td>—</td>
<td>—</td>
</tr>
</tbody>
</table>

*Note: Image sizes are given in different formats to accommodate various camera settings and preferences.*
Ground Truth Labeling

Each retinal photograph was labeled for three classifications: (1) image quality, (2) field of view, and (3) laterality of the eye. Image quality was assessed first. Only gradable retinal photographs underwent subsequent field-of-view and laterality-of-the-eye assessments. Three trained human graders (graders 1, 2, and 3) labeled the retinal photographs as “ground-truth” at the CUHK Ophthalmic Reading Center. Grader 1 was an ophthalmologist with more than 5 years in ocular imaging, and graders 2 and 3 were well-trained medical students with basic knowledge in retinal fundus examination. All graders underwent a reliability test for the image-quality assessment using a separate dataset consisting of 157 gradable and 42 ungradable retinal photographs, respectively. The inter-grader reliability was high, with Cohen’s kappa coefficients ranging from 0.868 to 0.925. Grader 1, as the senior grader, made final decisions on retinal photographs for which grader 2 and grader 3 could not make decisions (e.g., retinal photographs with borderline quality).

We used the following definitions for the ground-truth labeling, and Figure 1 shows the process and numbers for each category. For the image-quality assessment, each retinal photograph was classified as gradable or ungradable. A gradable retinal photograph had to fulfill both of the following criteria: (1) less than 25% peripheral area of the retina was unobservable due to artifacts, including the presence of foreign objects, out-of-focus imaging, blurring, and extreme illumination conditions; and (2) the center region of the retina had no significant artifacts that would affect analysis. The center region was defined as the circular region of radius (in pixels) with the largest integer not greater than one-tenth the width of the image at the center of the image (the green circle in Figs. 2a and 2b), whereas the remaining area of the retinal photograph was considered the peripheral area. Figure 2a also shows examples of gradable and ungradable retinal photographs. For the field-of-view assessment, all gradable retinal photographs were further classified as (1) macula-centered, a retinal photograph with the fovea in the center region; (2) optic-disc-centered, a retinal photograph with the optic disc in the center region; or (3) off-centered, a retinal photograph with neither the fovea nor the optic disc in the center region. Examples of macula-centered, optic-disc-centered, and off-centered retinal photographs can be found in Figure 2b. For the laterality-of-the-eye assessment, all gradable macula-centered and optic-disc-centered retinal photographs were further classified as (1) right-eye, a retinal photograph with the optic disc on the right of the macula; or (2) left-eye, a retinal photograph with the optic disc on the left of the macula.

Development of the Pre-Diagnosis Module

The pre-diagnosis module consists of one pre-processing model, with three additional models for classification tasks. As different retinal cameras captured retinal photographs with different image resolutions and degrees of view, image pre-processing was first performed to normalize the inputs to similar conditions. More details of image pre-processing, data balancing, and augmentation can be found in...
Figure 2. (A) Examples of retinal photographs with different levels of image quality. A gradable retinal photograph had to fulfill both of the following criteria: (1) less than 25% of the peripheral area of the retina was unobservable due to artifacts, and (2) the center region of the retina had no significant artifacts. (a, b) Gradable and absence of any artifacts; (c) ungradable as more than 25% of the peripheral area of the retina was unobservable due to the presence of eyelid; (d) ungradable due to presence of significant artifact in the center region. (B) Example of retinal photographs with different fields of view. (a) Macula-centered; (b) optic-disc-centered; (c–e) off-centered. Horizontal and vertical auxiliary lines were added to locate the center region of the retinal photograph, which was bounded by a green circle. The center region of a retinal photograph is defined as the circular region of radius (in pixels) with the largest integer not greater than one-tenth the width of the image at the center of the image. A green circle bounded the center region of the retinal photograph.

Supplementary Appendix S1. As tasks differ and models tend to learn different features, we used EfficientNet-B0\(^46\) for the image-quality and the field-of-view tasks and MobileNetV2\(^47\) for the laterality-of-the-eye task, aiming to make use of advantages in different architectures.

The primary dataset included 14,422 retinal photographs, 90% and 10% of which were used for training and internal validation, respectively. All of the retinal photographs were used to train the image-quality assessment model. After excluding ungradable retinal photographs and off-centered retinal photographs, only gradable macula-centered and optic-disc-centered retinal photographs were used to train the DL algorithms for field-of-view and laterality-of-the-eye assessments. The external datasets, including 2385 retinal photographs from External-1 and 4541 retinal photographs from External-2, respectively, were additionally used to test the pre-diagnosis module.

We further proposed a cloud-based web application, integrating the whole process of data pre-processing, data analysis, and data output (Fig. 3). The application
Figure 3. Sequence diagram of the pre-diagnosis module.

was composed under the service-oriented architecture protocol, which facilitates ease of maintenance. From the user perspective, no additional operation was required apart from uploading retinal photographs for pre-diagnosis assessment. Two videos, batch.mkv and single.mkv demonstrating the use of this application can be found in Supplementary Appendix S4.

Statistical Analysis

The statistical analyses were performed using RStudio 1.1.463. We calculated the area under the receiver operating characteristic curve (AUROC) with a 95% confidence interval (CI) for each outcome. Sensitivity, specificity, and accuracy were also reported at a threshold with the highest Yuden’s index (Yuden’s index = sensitivity + specificity – 1) to evaluate the discriminative performance.48 Misclassification analysis was also conducted based on this threshold.

Table 2 shows the AUROC values, sensitivities, specificities, and accuracies of the pre-diagnosis module in the internal validation and two external testing datasets. In the image-quality assessment, the pre-diagnosis module achieved AUROC values of 0.975 (95% CI, 0.956–0.995), 0.999 (95% CI, 0.998–1.000), and 0.987 (95% CI, 0.981–0.993) for the internal validation, external-1, and external-2 datasets, respectively.

<table>
<thead>
<tr>
<th>Dataset</th>
<th>AUROC (95% CI)</th>
<th>Sensitivity, % (95% CI)</th>
<th>Specificity, % (95% CI)</th>
<th>Accuracy, % (95% CI)</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Image quality</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Internal validation</td>
<td>0.975 (0.956–0.995)</td>
<td>92.1 (88.2–95.5)</td>
<td>98.3 (91.5–100)</td>
<td>92.5 (89.0–95.6)</td>
</tr>
<tr>
<td>External-1</td>
<td>0.999 (0.999–1.000)</td>
<td>99.3 (98.9–99.7)</td>
<td>100 (100–100)</td>
<td>99.3 (99.0–99.6)</td>
</tr>
<tr>
<td>External-2</td>
<td>0.987 (0.981–0.993)</td>
<td>95.0 (92.4–96.9)</td>
<td>96.4 (93.7–98.7)</td>
<td>95.1 (92.9–96.8)</td>
</tr>
<tr>
<td><strong>Field of view</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Internal validation</td>
<td>1.000 (1.000–1.000)</td>
<td>100 (100–100)</td>
<td>100 (100–100)</td>
<td>100 (100–100)</td>
</tr>
<tr>
<td>External-1</td>
<td>1.000 (1.000–1.000)</td>
<td>100 (100–100)</td>
<td>100 (100–100)</td>
<td>100 (100–100)</td>
</tr>
<tr>
<td>External-2</td>
<td>1.000 (1.000–1.000)</td>
<td>100 (99.8–100)</td>
<td>100 (99.9–100)</td>
<td>100 (99.9–100)</td>
</tr>
<tr>
<td><strong>Eye laterality</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Internal validation</td>
<td>1.000 (1.000–1.000)</td>
<td>100 (100–100)</td>
<td>100 (100–100)</td>
<td>100 (100–100)</td>
</tr>
<tr>
<td>External-1</td>
<td>0.999 (0.998–1.000)</td>
<td>99.7 (99.4–100)</td>
<td>99.7 (99.4–100)</td>
<td>99.7 (99.5–99.9)</td>
</tr>
<tr>
<td>External-2</td>
<td>0.985 (0.982–0.989)</td>
<td>94.0 (91.7–96.2)</td>
<td>95.8 (93.3–97.7)</td>
<td>94.8 (94.1–95.6)</td>
</tr>
</tbody>
</table>
0.999–1.000), and 0.987 (95% CI, 0.981–0.993), respectively. The sensitivities, specificities, and accuracies were all higher than 92%. In the field-of-view assessment, the pre-diagnosis module achieved AUROC values of 1.000 (95% CI, 1.000–1.000), 0.999 (95% CI, 0.998–1), and 0.985 (95% CI, 0.982–0.989), respectively. The sensitivities, specificities, and accuracies were all higher than 94%. More comparisons of this study and previous studies can be found in Supplementary Appendices S2 and S4 (Supplementary Tables S1–S3). The numbers and reasons for the misclassified cases are reported in Supplementary Appendices S3 and S4 (Supplementary Table S4). Examples of misclassified retinal photographs are shown in Supplementary Appendix S4 (Supplementary Figs. S1–S4).

Discussion

To the best of our knowledge, we are the first to develop and test a three-in-one DL-based pre-diagnosis module for retinal photographs assessment. In either internal validation or external testing, the pre-diagnosis module provided highly reliable assessments of image quality, field of view, and laterality of the eye. The three assessments of this pre-diagnosis module offer significant value in clinical practice. The image quality of retinal photographs in real-world clinical settings should be assessed, as those of inferior quality diminish the application of DL algorithms. Dodge et al.22 reported that existing DL algorithms were particularly susceptible to blurring and noise. Yip et al.23 reported that phakic lens status and cataract, with resultant impact on media opacity and the image quality, would reduce the specificity of DL algorithms. Therefore, it is necessary for a pre-diagnosis module to screen retinal photographs of poor image quality for subsequent algorithm analyses.29–31 In clinical settings, it is important to label the laterality of the eye to allow monitoring the pathologies of each eye independently and correlate them with the other eye of the same subject for clinical decisions.49 Traditionally, the laterality of the eye can be denoted by examination sequence (first right eye and then left eye) or manual classification. However, the former method lacks flexibility whereas the latter method risks error and is time consuming.50,51 In contrast to the laterality-of-the-eye assessment, the field-of-view assessment by DL algorithm is not frequently explored. To the best of our knowledge, Bellemo et al.52 and Rim et al.53 are the only two studies that have utilized a DL approach for field-of-view assessment. The field-of-view assessment can act as a triage to refer retinal photographs to suitable algorithms for further diseases detection. For example, optic-disc-centered retinal photographs can be referred to algorithms that differentiate papilledema or glaucomatous optic neuropathy, whereas macula-centered retinal photographs can be referred to algorithms that identify age-related macular degeneration.12,33,52 It is noted that AI algorithms may confuse the bright appearance of the optic disc with other bright lesions, such as exudates, which may otherwise affect diagnostic accuracy of the AI algorithms for disease classification.54 Therefore, an automated identification of optic-disc-centered retinal photographs may be useful.

Previous research efforts have attempted to develop DL algorithms to assess image quality, field of view, and laterality of the eye, many of which have provided satisfactory results. However, there are certain limitations in these studies. First, many studies have investigated individual assessments of image quality, field of view, and laterality of the eye12,29,35,36,38,39,49,51,55–58 but have not incorporated them into a single complete module. Developing individual DL algorithms for each assessment can prove effectiveness but does not align with the workflow of clinical practice—a prerequisite for successful clinical implementation.20 It is also not practically feasible for users without technical AI or software expertise to switch between DL algorithms.21 Second, some DL algorithms have been trained on datasets consisting of only a single cohort29,35–40 which increases the risk of selection bias and reduces the DL model generalizability. For example, the models of Chalakkal et al.29 were trained on a dataset from a single cohort, and demonstrated significant variation (>10%) in accuracy, sensitivity, and specificity when tested on other datasets. Third, some algorithms were only evaluated by internal validation datasets,35–38 without testing by external independent datasets. External datasets with variable and diversified settings such as brands and models of retinal cameras, image formats and sizes, provides additional testing to AI algorithms to improve their robustness.59

Our three-in-one module has several strengths that address the above limitations. First, to the best of our knowledge, our study is the first to integrate assessments of image quality, field of view, and laterality of the eye into a single pre-diagnosis module. Second, our study addresses the variability present in real-world clinical settings by combining three different cohorts in the training dataset. Apart from datasets from Hong Kong, a predominantly Chinese society, the
training dataset also included subjects obtained from Singapore, an ethnically diverse society of Chinese, Malays, and Indians. In addition, subjects' demographics, brands and models of retinal cameras, image formats, image sizes, and prevalence of artifacts also differ between these different cohorts. With the diversity of the cohorts used in the training dataset, our module has achieved an AUROC value of 1.000 in the field-of-view assessment even when validated against an external dataset of a predominantly Caucasian population from the United Kingdom. In the image-quality and laterality-of-the-eye assessments, the variations in AUROC values observed were very low (less than 0.024).

Despite a reliable performance, a limitation of our study was the exclusion of off-centered retinal photographs from the primary training dataset for assessments of the field of view and laterality of the eye. Although gradable off-centered retinal photographs could be used to assess laterality of the eye, the eventual purpose of our proposed three-in-one, DL-based pre-diagnosis module is for subsequent eye disease detection based on macula-centered and optic-disc-centered retinal photographs. Therefore, we excluded all off-centered retinal photographs and designed the DL algorithm for laterality-of-the-eye assessment from macula-centered and optic-disc-centered retinal photographs only. Another potential limitation was that we used only retinal photographs with 45° and 50° for training and testing in this study. Further research is warranted to train and test models to assess retinal photographs with different fields of view (i.e., different degrees).

The three-in-one pre-diagnosis module has two potential implementations in clinical practice. First, this module can ensure the gradability of retinal photographs by providing an immediate onsite assessment of image quality (Supplementary Fig. S5). This can allow retaking of retinal photographs, if necessary, of subjects within the same visit and also reduce the expertise required in collecting retinal photographs. In addition, the automatic identification of field of view and laterality of the eye can also minimize mislabeling errors and provide more information to facilitate diagnosis. Second, this module can accommodate algorithm use for disease diagnosis by pre-screening and removing retinal photographs with low image quality before algorithm-based disease classification or other tasks are performed, such as blood vessel segmentation, retinal vessel caliber estimation, and cardiovascular risk factor prediction. This DL-based pre-diagnosis screening module will potentially facilitate a more widespread use of AI algorithms in clinical practice to assist low-cost disease screening and lead to improved disease prevention.60

Conclusions

In conclusion, the proposed three-in-one pre-diagnosis module achieved reliable and outstanding performance with good generalizability to identify the image quality, field of view, and laterality of the eye of retinal photographs. The outcomes from this DL-based pre-diagnosis module demonstrated the utility for the screening and removal of low-quality retinal photographs to improve the accuracy and efficiency of image acquisition, which will potentially facilitate the use of AI-based algorithms for further disease diagnosis in clinical settings.

Acknowledgments

Supported by the BrightFocus Foundation (A2018093S) and by a grant from the Health and Medical Research Fund, Hong Kong (04153506).

Disclosure: V. Yuen, None; A. Ran, None; J. Shi, None; K. Sham, None; D. Yang, None; V.T.T. Chan, None; R. Chan, None; J.C. Yam, None; C.C. Tham, None; G.J. McKay, None; M.A. Williams, None; L. Schmetterer, None; C.-Y. Cheng, None; V. Mok, None; C.L. Chen, None; T.Y. Wong, None; C.Y. Cheung, None

* VY and AR contributed equally as co-first authors.

References


DL-based Assessment Module for Retinal Photographs


